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Abstract – This paper presents a microwave system for the detection of the cardiopulmonary 
activity. Measurements are performed at different operational frequencies and from different sides 
of a healthy subject who is breathing normally while sitting at 1 meter from the system.  
Simultaneously with the microwave system, a PC-based electrocardiograph is used in order to 
validate the heartbeat rate detection. Cardiopulmonary signals are processed using wavelet 
transforms in order to extract the heartbeat signal. The obtained results upon using the proposed 
system show the ability of detecting the cardiopulmonary signals at four sides of the subject, and 
the signal processing techniques show high accuracy in extracting the heartbeat signal and the 
heartbeat rate. 
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I. Introduction 
Contactless monitoring of vital signs is needed in 
medical surveillance applications and in healthcare [1], 
especially for burn patients where the use of the 
traditional electrodes to measure vital signals like 
cardiopulmonary signals is not possible. Due to the 
microwave sensitivity toward tiny movements, radar has 
been employed as a noninvasive monitoring system of 
human cardiopulmonary activity [2].  
Several radar types are used for the vital signs 
detection like ultra-wideband (UWB) radars, frequency 
modulated continuous wave (FMCW) radars, and 
continuous wave (CW) Doppler radars. Each of these 
radar technologies can measure the Doppler shift and has 
its own advantages and disadvantages. UWB radar can 
detect range and breathing rate for one or more persons 
[3]. FMCW radar allows measuring distance of the 
detected subject [4], and can detect motion, but accuracy 
is a critical issue. It requires a 1.5 GHz bandwidth to 
achieve 10 cm resolution; hence they cannot meet the 
requirement of vital sign monitoring or small gesture 
classification. Recently, a technique based on coherent 
phase detection of the FMCW signal has partially solved 
this problem [4].  
Although CW Doppler radar cannot detect range, it 
has been widely used due to its high precision in 
displacement’s measurement [2]. In addition, it is 
relatively immune to stationary clutter interference [5]. 
Various RF architectures have been proposed in the 
literature [6]. Each of them shows its specific advantage 
in certain environments. The first architecture is 
homodyne architecture. It is designed to eliminate the 
null detection problem of a single-channel Doppler radar. 
The second one is the heterodyne architecture; it has the 
advantage over the homodyne architecture by its 
robustness against DC offset. The third one is the double 
side band; it is useful when designing vital sign radars 
operating at high frequencies such as millimeter wave or 
above. 
On the other hand, several processing techniques are 
applied to isolate multiple subjects and clutter noise like 
blind source separation (BSS), passive RF tags [6] and 
curvelet transform [7]. Others are used to separate 
heartbeat from cardiorespiratory signals based on band-
pass filters [8, 9] continuous-wavelet filters and ensemble 
empirical mode decomposition (EEMD) [10] and LMS 
adaptive harmonic cancellation algorithm [11]. Previous 
studies have shown the ability of detecting the heartbeat 
activity from the front side of the patient only. However, 
in practical cases, the patient can turn while sleeping. 
Also, detecting life signs for earthquake victims should 
be at any side of the person. 
In this work, the heartbeat rate has been extracted at 
different frequencies from four positions for a person 
who breathes normally. To overcome the clutter and 
accuracy problems, CW Doppler radar is used. In order 
to validate the proposed measurement system and the 
selected signal processing technique, measurements  
were performed simultaneously with a PC-based 
electrocardiograph. 
The rest of this paper is organized as follows: Section 
II describes the measurement system. Section III presents 
the signal processing techniques. Obtained results are 
summarized and discussed in Section IV. Finally, Section 
V gives some concluding remarks. 
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II. Measurement System 
For a Doppler radar, a continuous wave signal 
reflected from a target will be modulated by the target 
movement [3]. Indeed, based on the Doppler theory, a 
static target having a quasi-periodic movement will 
reflect a transmitted signal with its phase modulated by 
the target’s position and velocity [13]. When the target is 
a person’s chest, the reflected signal will contain 
information about the chest’s displacement; hence, it 
contains information for both breathing and heart 
beating. The relationship between the chest displacement 
x(t) and the phase variation (t) of S21 is: 
 
 ∆Ɵ(𝑡) =
4𝜋∆𝑥(𝑡)
𝜆
   (1) 
 
where  is the wavelength of the transmitted signal [14]. 
Theoretically, while holding the breath, the heartbeat 
activity causes a chest-wall motion between 0.2 and 0.5 
mm. When breathing normally, a breach causes chest-
wall motion between 4 and 12 mm. At rest, the frequency 
corresponding to breathing rate varies between 0.1 and 
0.3 Hz, while the frequency corresponding to heartbeat 
rate varies 1 and 4 Hz [14]. For children over 3 years and 
adult people, the heartbeat frequency varies between 1 
and 2 Hz. 
The heartbeat and respiration rates are extracted from 
the cardiopulmonary signal obtained upon using the 
proposed system. This system consists of a Vector 
Network Analyzer (VNA) (Agilent N5230A 4-Port) that 
operates at frequencies up to 20 GHz, and two horn 
antennas. The horn antennas used in this experiment are 
the Q-par Angus Ltd (model number WBH2-18HN/S) 
operating between 2 and 18 GHz. Their characteristics 
are summarized in Table I.  
TABLE I 
ANTENNA CHARACTERISTICS 
Frequency 
(GHz) 
Gain 
(dB) 
 Half power beam 
width (deg) 
 
   H E 
2.4 11  22 18  
5.8 16  10 8 
10 19  8 7 
 
The overall system including the VNA, the antennas, 
and the PC-based ECG are presented in Fig. 1. 
 
Fig. 1. Measurement setup 
Using a VNA provides many advantages that allow: 
tuning both the operational frequency and the transmitted 
power, setting the sampling frequency of the signal and 
the measurement duration, and measuring several 
parameters including the time variation of the phase as 
well as the magnitude of the S parameters. 
The proposed system has advantages over other 
systems by its ability of tuning the transmitted power and 
emitted signal frequency when performing measurements 
for the same person under test. Thus, the minimal 
transmitted power and the optimal operational frequency 
can be determined. Determining the minimal power is 
important for the safety of the patient and minimizes the 
risk of high radiation exposure. In addition, determining 
the optimal operational frequency helps obtaining the 
most accurate results for the final system. The 
frequencies of the transmitted CW signal chosen for this 
study are: 2.4 GHz (ISM S-band), 5.8 GHz (ISM C-
band) and 10 GHz (X-band). The person under test is a 
54-year-old sitting at a distance of 1m from the system 
and breathing normally. This distance is chosen as the 
measurement could be performed in a hospital room or in 
a medical office. In addition, from a technical point of 
view, this distance must not be increased in order to 
receive a signal with a large signal to noise ratio, able to 
ensure good accuracy of measurement results. The 
radiated power of the antenna depends on the transmitted 
power measured at the input of the transmit antenna and 
the gain of the antenna, as given in equation 2: 
 
 Pr (dBm) = Pt (dBm) + G (dB)    (2) 
 
where Pr is the radiated power, Pt is the transmitted 
power, and G is the gain of the antenna. The radiated 
power is fixed at 0 dBm in order to limit the possible 
impact on the health patient and the medical staff. 
Therefore, using (2) and the antenna gain values given in 
Table I, the power of the transmitted signal is -11 dBm at 
2.4 GHz, -16 dBm at 5.8 GHz and -19 dBm at 10 GHz. 
Table II summarizes the characteristics of the 
measurement setup. 
 
TABLE II 
CHARACTERISTICS OF THE MEASUREMENT SETUP 
Characteristics Value 
Sweep time 30 s 
Measurement 
points 20,000 points 
Sampling 
frequency 666.7 Hz 
Radiated power 0 dBm 
 
Each measurement lasts 30 seconds and is performed 
at four sides of the person under test: Front, Back, Left 
and Right sides. Fig. 2 represents all measurement’s 
positions. 
To validate the proposed system, radar system 
measurements are performed simultaneously with ECG 
measurements. 
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Fig. 3 presents an example of the phase variation (deg) 
of S21 measured at 5.8 GHz and for a radiated power of 1 
mW from the front side of the person. It shows 11 peaks 
over 30 seconds of observation window. These peaks are 
mainly due to the breathing frequency, which 
corresponds to about 0.33 Hz. 
 
 
Fig. 2. Measurement positions 
 
Fig. 3. Phase variation of S21 due to respiration and heart activity 
measured at 5.8 GHz from the front side of the subject 
III. Processing Techniques 
As breathing causes larger chest-wall motion than 
heart beating, the phase variations of S21 will be larger 
for the former. Thus, an advanced signal processing 
technique is required in order to extract the heartbeat 
signal from the cardiopulmonary signal. According to the 
literature, several methods of signal processing show the 
ability of extracting the heartbeat signal from the 
measured cardiopulmonary signal such as classic 
filtering, fast Fourier transform (FFT) [9], short time 
Fourier transform (STFT) and wavelet transform. Classic 
filters are widely applied for the heartbeat extraction, but 
the variation of the heartbeat cannot be extracted due to 
the distortion obtained when applying classic filters. Fast 
Fourier transform rapidly converts a signal from time 
domain to frequency domain. Hence, the heartbeat signal 
is converted to frequency domain, and then the frequency 
corresponding to the rate of the heartbeats is extracted by 
choosing the maximum amplitude between 0.8 and 3 Hz. 
FFT is not efficient because the frequency of the 
heartbeat changes over time, hence, the heart rate 
variability (HRV) cannot be extracted. In order to track 
the variation of the HR over time, the Short-Time Fourier 
Transform is proposed (STFT). This technique is based 
on applying the Fourier transform over portions of the 
signal, namely windows, instead of applying the Fourier 
transform over the whole signal. This allows analyzing 
the signal in time and frequency domain with a variable 
resolution according to the selected length of the 
window. Short window results in high resolution in time, 
and poor resolution in frequency, while large window 
results in poor resolution in time, but high resolution in 
frequency. 
The drawback of the STFT of having unchanged 
window length, which results in dilemma of resolution, 
has been overcome with the wavelet transform. The 
principles of wavelet transform consist of splitting the 
signal into many signals, and representing the signals 
corresponding to different frequency bands. This 
provides information about what frequency bands exist at 
what time intervals. There are two types of wavelets: 
continuous wave transform (CWT) and discrete wavelet 
transform (DWT). DWT is interesting in the context of 
fast and non-redundant transforms. The DWT is the 
signal processing tool used in order to extract the 
heartbeat signal from the cardiopulmonary signal, hence, 
extracting the heartbeat rate. The DWT (𝑊𝑗,𝑘) of a signal 
𝑓(𝑡) is given by the scalar product of 𝑓(𝑡) with the 
scaling function (i.e. the wavelet basis function) ∅(𝑡) 
which is scaled and shifted: 
 
 𝑊𝑗,𝑘 = 𝑓(𝑡), ∅𝑗.𝑘(𝑡) >   (3) 
 
The basis function is given by: 
 ∅𝑗.𝑘(𝑡) = 2
−1 2⁄ ∅(2−𝑗𝑡 − 𝑘)   (4) 
where j is the j
th
 decomposition level or step and k is the 
k
th
 wavelet coefficient at the j
th
 level. Wavelet has several 
families like Daubechies, Coiflets, Symlets, etc. The 
difference between wavelet families make compromise 
between how compactly they are localized in time and 
how smooth they are. The number of coefficients and the 
iterations used in the wavelets are classified as 
subclasses. As the DWT analyzes the signal at several 
frequency bands with different windows lengths and 
different resolutions, it decomposes the signal into 
approximation ‘A’ and detail information ‘D’. These are 
computed by successive low-pass and high-pass filtering 
of the discrete time-domain signal where ‘A’ represents 
the low-pass filtered signal and ‘D’ represents the high-
pass filtered signal [15]. After trial and error, Daubechies 
5 shows the most precise results and is presented in this 
study. The DWT principle is resumed in Fig. 4. 
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Fig. 4. Wavelet decomposition 
In general, Dn contains frequencies between fs/2𝑛+1 
and fs/2𝑛, where fs is the sampling frequency and is the 
decomposition level (n = 1, 2, …). The heartbeat rate for 
an adult is between 60 and 120 beats per minute, hence 
the frequency of the heartbeat is located between 1 and 2 
Hz. A resampling method is necessary in order to obtain 
the decomposition of the signal in the appropriate 
frequency band. Thus, converting the sampling frequency 
from 666.7 Hz to 512 Hz results in obtaining the wavelet 
decomposition having frequencies between 1 and 2 Hz at 
the 8
th
 level. A peak detection technique is applied in 
order to extract the heartbeat rate from the 8
th 
decomposition. 
IV. Results and Discussion 
Fig. 5 presents the peak detection of the ECG signal 
when the microwave measurement is performed from the 
back-side of the person under test. 
 
Fig. 5. Peak detection of the ECG signal 
The ECG is a bipolar derivation. The sampling 
frequency of the ECG is 360 Hz and the amplitude 
resolution is 350 adu/mV (analog to digital unit per 
milliVolt). The peak detection is applied in the time 
domain. For a duration of 30 seconds, 40 peaks are 
detected from the ECG signal while 37 peaks are 
detected from the signal obtained with the VNA at 2.4 
GHz. Heart rate is calculated using relation (5): 
 
𝐻𝑅 =
60(𝑁−1)
𝑑1+𝑑2+⋯+𝑑𝑁−1
                             (5) 
 
where N is the number of peaks and dk is the duration, in 
seconds, of the interval determined by 2 successive 
peaks. The heart rate is expressed in beat per minute 
(bpm). The obtained heartbeat rate extracted from the 
ECG is 88 bpm corresponding to a frequency of 1.46 Hz 
and the obtained heartbeat extracted from the VNA is 84 
bpm corresponding to a frequency of 1.4 Hz. Table III 
represents the heart rates extracted from both ECG and 
VNA system for all sides and all emitted frequencies. 
 
TABLE III 
HEART RATE EXTRACTED FROM ECG AND FROM VNA FOR EACH 
FREQUENCY AND EACH POSITION 
Side Frequency 
(GHz) 
HRVNA  
(bpm) 
HRECG 
(bpm) 
Front 2.4 83 81 
Front 5.8 81 85 
Front 10 80 84 
Back 2.4 78 85 
Back 5.8 84 88 
Back 10 83 90 
Left 2.4 82 83 
Left 5.8 82 82 
Left 10 79 79 
Right 2.4 91 89 
Right 5.8 75 87 
Right 10 76 89 
     
Figs. 6-8 represent a 10 seconds duration of the D8 
decomposition. Peak detection is applied and the 
heartbeat rate is extracted. Fig. 6 represents the peak 
detection applied to D8 for the four positions when the 
microwave system is operating at 2.4 GHz. Fig. 7 
represents the peak detection of D8 measured from the 
four positions at 5.8 GHz, and Fig. 8 represents the peak 
detection of D8 measured from the four positions at 10 
GHz. Relative error 𝑅 between the Heartbeat Rate 
extracted from the radar system (HRVNA) and that 
extracted from the ECG (HRECG) is calculated by the 
relation (6): 
𝑅𝐸 = 100 ×
𝐻𝑅𝑉𝑁𝐴− 𝐻𝑅𝐸𝐶𝐺
𝐻𝑅𝐸𝐶𝐺
                        (6) 
Table IV summarizes the relative HR error (%) for the 
measurements performed at different sides of the person 
and for the different operational frequencies.  
 
TABLE IV 
HR RELATIVE ERROR (%) FOR ALL FREQUENCIES AND ALL POSITION  
Frequency 
(GHz) Back Front Left Right 
2.4 9 3 1 3 
5.8 5 5 0 13 
10 8 4 0 14 
 
The obtained results show accurate detection of the 
heartbeat signal and extraction of the heartbeat rate at 
several operational frequencies and from different sides 
from the person under test. Noteworthy to mention that 
according to the American National Standard [16], 
medical devices measuring the heartbeat rate should have 
a relative error lower than 10% or 5 bpm.
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Fig. 6. Peak detection of D8 signal at 2.4 GHz for four positions: (a) front side, (b) back side, (c) left side, and (d) right side
 
 
Fig. 7. Peak detection of D8 signal 5.8 GHz for four positions: (a) front side, (b) back side, (c) left side, and (d) right side 
 S. El-Samad, D. Obeid, G. Zaharia, S. Sadek, G. El Zein 
 
Fig. 7. Peak detection of D8 signal 5.8 GHz for four positions: (a) front side, (b) back side, (c) left side, and (d) right side 
 
Fig. 8. Peak detection of D8 signal at 10 GHz for four positions: (a) front side, (b) back side, (c) left side, and (d) right side
V. Conclusion 
A CW Doppler radar system is presented for 
cardiopulmonary activity detection. Measurements are 
performed at different operational frequencies 
simultaneously with an ECG reference system. The 
heartbeat rate is extracted from a normally breathing 
person sitting at a distance of 1 meter from the system. 
The measurements are performed considering four sides 
of the person and compared to those obtained by the 
ECG. Obtained results prove the ability of the system to 
detect the cardiopulmonary signals at a distance of 1 m 
for four sides of the person under test. Also, the proposed 
signal processing technique shows the possibility of 
extracting the heartbeat signal from the cardiopulmonary 
signal as well as extracting the heartbeat rate. The highest 
accuracy is obtained when the microwave measurement 
is performed at the left side of the person under test, 
while the lowest accuracy is obtained at the right side. 
Future work will focus on determining the heart rate of 
the person in movement and behind an obstacle. 
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